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July 03, 2023

LIMS USE: FR - LEISHA STEVENSON
LIMS OBJECT ID: 35800232

35800232
Project:
Pace Project No.:

RE:

Leisha Stevenson
Palm Springs Bottled Water
327 N McArthur St.
Macomb, IL 61455

Bulk Spring Water Monitor

Dear Leisha Stevenson:

Enclosed are the analytical results for sample(s) received by the laboratory on May 17, 2023.  The results relate only to the
samples included in this report.  Results reported herein conform to the applicable TNI/NELAC Standards and the
laboratory's Quality Manual, where applicable, unless otherwise noted in the body of the report.

The test results provided in this final report were generated by each of the following laboratories within the Pace Network:
• Pace Analytical Services - Ormond Beach
• Pace Analytical Services - Greensburg

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

Yvette Prieto
yvette.prieto@pacelabs.com

Project Manager
(813)881-9401

Enclosures

REPORT OF LABORATORY ANALYSIS
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Pace Analytical Services, LLC
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CERTIFICATIONS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Pace Analytical Services Pennsylvania
1638 Roseytown Rd Suites 2,3&4, Greensburg, PA 15601
ANAB DOD-ELAP Rad Accreditation #: L2417
ANABISO/IEC 17025:2017 Rad Cert#: L24170
Alabama Certification #: 41590
Arizona Certification #: AZ0734
Arkansas Certification
California Certification #: 2950
Colorado Certification #: PA01547
Connecticut Certification #: PH-0694
EPA Region 4 DW Rad
Florida/TNI Certification #: E87683
Georgia Certification #: C040
Guam Certification
Hawaii Certification
Idaho Certification
Illinois Certification
Indiana Certification
Iowa Certification #: 391
Kansas Certification #: E-10358
Kentucky Certification #: KY90133
KY WW Permit #: KY0098221
KY WW Permit #: KY0000221
Louisiana DHH/TNI Certification #: LA010
Louisiana DEQ/TNI Certification #: 04086
Maine Certification #: 2023021
Maryland Certification #: 308
Massachusetts Certification #: M-PA1457
Michigan/PADEP Certification #: 9991

Missouri Certification #: 235
Montana Certification #: Cert0082
Nebraska Certification #: NE-OS-29-14
Nevada Certification #: PA014572023-03
New Hampshire/TNI Certification #: 297622
New Jersey/TNI Certification #: PA051
New Mexico Certification #: PA01457
New York/TNI Certification #: 10888
North Carolina Certification #: 42706
North Dakota Certification #: R-190
Ohio EPA Rad Approval: #41249
Oregon/TNI Certification #: PA200002-015
Pennsylvania/TNI Certification #: 65-00282
Puerto Rico Certification #: PA01457
Rhode Island Certification #: 65-00282
South Dakota Certification
Tennessee Certification #: TN02867
Texas/TNI Certification #: T104704188-22-18
Utah/TNI Certification #: PA014572223-14
USDA Soil Permit #: 525-23-67-77263
Vermont Dept. of Health: ID# VT-0282
Virgin Island/PADEP Certification
Virginia/VELAP Certification #: 460198
Washington Certification #: C868
West Virginia DEP Certification #: 143
West Virginia DHHR Certification #: 9964C
Wisconsin Approve List for Rad

Pace Analytical Services Ormond Beach
8 East Tower Circle, Ormond Beach, FL  32174
Alaska DEC- CS/UST/LUST
Alabama Certification #: 41320
Colorado Certification: FL NELAC Reciprocity
Connecticut Certification #: PH-0216
Delaware Certification: FL NELAC Reciprocity
DoD-ANAB #:ADE-3199
Florida Certification #: E83079
Georgia Certification #: 955
Guam Certification: FL NELAC Reciprocity
Hawaii Certification: FL NELAC Reciprocity
Illinois Certification #: 200068
Indiana Certification: FL NELAC Reciprocity
Kansas Certification #: E-10383
Kentucky Certification #: 90050
Louisiana Certification #: FL NELAC Reciprocity
Louisiana Environmental Certificate #: 05007
Maine Certification #: FL01264
Maryland Certification: #346
Massachusetts Certification #: M-FL1264
Michigan Certification #: 9911

Mississippi Certification: FL NELAC Reciprocity
Missouri Certification #: 236
Montana Certification #: Cert 0074
Nebraska Certification: NE-OS-28-14
New Hampshire Certification #: 2958
New Jersey Certification #: FL022
New York Certification #: 11608
North Carolina Environmental Certificate #: 667
North Carolina Certification #: 12710
North Dakota Certification #: R-216
Ohio DEP 87780
Oklahoma Certification #: D9947
Pennsylvania Certification #: 68-00547
Puerto Rico Certification #: FL01264
South Carolina Certification: #96042001
Tennessee Certification #: TN02974
Texas Certification: FL NELAC Reciprocity
US Virgin Islands Certification: FL NELAC Reciprocity
Virginia Environmental Certification #: 460165
West Virginia Certification #: 9962C
Wisconsin Certification #: 399079670
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CERTIFICATIONS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Pace Analytical Services Ormond Beach
Wyoming (EPA Region 8): FL NELAC Reciprocity
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SAMPLE SUMMARY

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Lab ID Sample ID Matrix Date Collected Date Received

35800232001 White Cap Drinking Water 05/17/23 11:00 05/17/23 11:00
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SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts

35800232001 White Cap EPA 504.1 2 PASI-OTSW

EPA 505 10 PASI-OSCL

EPA 515.3 13 PASI-OLJM

EPA 525.3 16 PASI-OEC

EPA 531.2 3 PASI-OBMH

EPA 547 1 PASI-OTMM1

EPA 549.2 2 PASI-OTMM1

EPA 552.3 7 PASI-OTLC

EPA 200.7 9 PASI-OAAM1

EPA 200.8 8 PASI-OLEC

EPA 245.1 1 PASI-OJNK

EPA 548.1 1 PASI-OBMH

EPA 524.2 67 PASI-OAS4

EPA 900.0 2 PASI-PAKET

EPA 903.1 1 PASI-PACLM

EPA 904.0 1 PASI-PAVAL

EPA 180.1 1 PASI-OKW1

SM2120B-01 2 PASI-OMRC

SM 2540C 1 PASI-OWW1

SM 4500-Cl D 2 PASI-OAGS

SM 4500-ClO2 1 PASI-OAGS

SM 4500-H+B 1 PASI-OSWB

EPA 300.0 3 PASI-ORMS

EPA 300.1 2 PASI-OCMB

EPA 300.1 3 PASI-OLL

EPA 335.4 1 PASI-OJH2

EPA 353.2 3 PASI-OKW1

PASI-O = Pace Analytical Services - Ormond Beach
PASI-PA = Pace Analytical Services - Greensburg
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ANALYTICAL RESULTS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Sample: White Cap Lab ID: 35800232001 Collected: 05/17/23 11:00 Received: 05/17/23 11:00 Matrix: Drinking Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Analytical Method: EPA 504.1  Preparation Method: EPA 504.1
Initial Volume/Weight: 34.03 mL  Final Volume/Weight: 2 mL
Pace Analytical Services - Ormond Beach

504.1 GCS EDB and DBCP

1,2-Dibromo-3-chloropropane 0.0066  U ug/L 05/24/23 13:04 96-12-8 J(L1)05/24/23 02:320.021 0.0066 1
1,2-Dibromoethane (EDB) 0.0077  U ug/L 05/24/23 13:04 106-93-4 J(L1)05/24/23 02:320.010 0.0077 1

Analytical Method: EPA 505  Preparation Method: EPA 505
Initial Volume/Weight: 32.88 mL  Final Volume/Weight: 2 mL
Pace Analytical Services - Ormond Beach

505 GCS PCB-TOX-TCH

Chlordane (Technical) 0.037  U ug/L 06/01/23 04:02 57-74-905/31/23 18:520.21 0.037 1
PCB-1016 (Aroclor 1016) 0.046  U ug/L 06/01/23 04:02 12674-11-205/31/23 18:520.11 0.046 1
PCB-1221 (Aroclor 1221) 0.034  U ug/L 06/01/23 04:02 11104-28-205/31/23 18:520.11 0.034 1
PCB-1232 (Aroclor 1232) 0.047  U ug/L 06/01/23 04:02 11141-16-505/31/23 18:520.11 0.047 1
PCB-1242 (Aroclor 1242) 0.033  U ug/L 06/01/23 04:02 53469-21-905/31/23 18:520.11 0.033 1
PCB-1248 (Aroclor 1248) 0.027  U ug/L 06/01/23 04:02 12672-29-605/31/23 18:520.11 0.027 1
PCB-1254 (Aroclor 1254) 0.038  U ug/L 06/01/23 04:02 11097-69-105/31/23 18:520.11 0.038 1
PCB-1260 (Aroclor 1260) 0.031  U ug/L 06/01/23 04:02 11096-82-505/31/23 18:520.11 0.031 1
PCB, Total 0.047  U ug/L 06/01/23 04:02 1336-36-305/31/23 18:520.11 0.047 1
Toxaphene 0.27  U ug/L 06/01/23 04:02 8001-35-205/31/23 18:521.1 0.27 1

Analytical Method: EPA 515.3  Preparation Method: EPA 515.3
Initial Volume/Weight: 40 mL  Final Volume/Weight: 4 mL
Pace Analytical Services - Ormond Beach

515.3 Chlorinated Herbicides

Acifluorfen 0.078  U ug/L 06/02/23 20:02 62476-59-9 J(L1)05/24/23 01:050.10 0.078 1
Bentazon 0.16  U ug/L 06/02/23 20:02 25057-89-005/24/23 01:050.20 0.16 1
2,4-D 0.096  U ug/L 06/02/23 20:02 94-75-7 J(CU),

J(L1)
05/24/23 01:050.10 0.096 1

Dalapon 0.49  U ug/L 06/02/23 20:02 75-99-005/24/23 01:051.0 0.49 1
2,4-DB 0.68  U ug/L 06/02/23 20:02 94-82-605/24/23 01:052.0 0.68 1
Dicamba 0.067  U ug/L 06/02/23 20:02 1918-00-905/24/23 01:050.10 0.067 1
Dichlorprop 0.20  U ug/L 06/02/23 20:02 120-36-505/24/23 01:050.70 0.20 1
Dinoseb 0.16  U ug/L 06/02/23 20:02 88-85-705/24/23 01:050.20 0.16 1
Pentachlorophenol 0.014  U ug/L 06/02/23 20:02 87-86-505/24/23 01:050.040 0.014 1
Picloram 0.040  U ug/L 06/02/23 20:02 1918-02-105/24/23 01:050.10 0.040 1
2,4,5-T 0.16  U ug/L 06/02/23 20:02 93-76-505/24/23 01:050.20 0.16 1
2,4,5-TP (Silvex) 0.053  U ug/L 06/02/23 20:02 93-72-105/24/23 01:050.20 0.053 1
Surrogates
2,4-DCAA (S) 106 % 06/02/23 20:02 19719-28-905/24/23 01:0570-130 1

Analytical Method: EPA 525.3  Preparation Method: EPA 525.3
Initial Volume/Weight: 1042.04 mL  Final Volume/Weight: 1 mL
Pace Analytical Services - Ormond Beach

525.3 Pesticides Semivolatiles

Alachlor 0.029  U ug/L 06/01/23 04:05 15972-60-805/30/23 11:080.19 0.029 1
Atrazine 0.014  U ug/L 06/01/23 04:05 1912-24-905/30/23 11:080.096 0.014 1
Benzo(a)pyrene 0.019  U ug/L 06/01/23 04:05 50-32-805/30/23 11:080.096 0.019 1
gamma-BHC (Lindane) 0.0027  U ug/L 06/01/23 04:05 58-89-905/30/23 11:080.019 0.0027 1
Endrin 0.0023  U ug/L 06/01/23 04:05 72-20-805/30/23 11:080.0098 0.0023 1
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ANALYTICAL RESULTS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Sample: White Cap Lab ID: 35800232001 Collected: 05/17/23 11:00 Received: 05/17/23 11:00 Matrix: Drinking Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Analytical Method: EPA 525.3  Preparation Method: EPA 525.3
Initial Volume/Weight: 1042.04 mL  Final Volume/Weight: 1 mL
Pace Analytical Services - Ormond Beach

525.3 Pesticides Semivolatiles

bis(2-Ethylhexyl)adipate 0.36  U ug/L 06/01/23 04:05 103-23-105/30/23 11:081.4 0.36 1
bis(2-Ethylhexyl)phthalate 0.46  U ug/L 06/01/23 04:05 117-81-705/30/23 11:081.9 0.46 1
Heptachlor 0.013  U ug/L 06/01/23 04:05 76-44-805/30/23 11:080.038 0.013 1
Heptachlor epoxide 0.0030  U ug/L 06/01/23 04:05 1024-57-305/30/23 11:080.019 0.0030 1
Hexachlorobenzene 0.014  U ug/L 06/01/23 04:05 118-74-105/30/23 11:080.096 0.014 1
Hexachlorocyclopentadiene 0.024  U ug/L 06/01/23 04:05 77-47-405/30/23 11:080.096 0.024 1
Methoxychlor 0.023  U ug/L 06/01/23 04:05 72-43-505/30/23 11:080.096 0.023 1
Simazine 0.039  U ug/L 06/01/23 04:05 122-34-905/30/23 11:080.17 0.039 1
Surrogates
1,3-Dimethyl-2-nitrobenzene(S) 90 % 06/01/23 04:05 8120905/30/23 11:0870-130 1
Benzo(a)pyrene-d12 (S) 84 % 06/01/23 04:0505/30/23 11:0870-130 1
Triphenylphosphate (S) 98 % 06/01/23 04:05 115-86-605/30/23 11:0870-130 1

Analytical Method: EPA 531.2
Initial Volume/Weight: 1 mL  Final Volume/Weight: 1 mL
Pace Analytical Services - Ormond Beach

531.2 HPLC Carbamates

Carbofuran 0.59  U ug/L 05/27/23 00:08 1563-66-20.90 0.59 1
Oxamyl 0.46  U ug/L 05/27/23 00:08 23135-22-02.0 0.46 1
Surrogates
BDMC (S) 98 % 05/27/23 00:0870-130 1

Analytical Method: EPA 547
Initial Volume/Weight: 1 mL  Final Volume/Weight: 1 mL
Pace Analytical Services - Ormond Beach

547 HPLC Glyphosate

Glyphosate 4.2  U ug/L 05/21/23 20:276.0 4.2 1

Analytical Method: EPA 549.2  Preparation Method: EPA 549.2
Initial Volume/Weight: 250 mL  Final Volume/Weight: 5 mL
Pace Analytical Services - Ormond Beach

549.2 HPLC Paraquat Diquat

Diquat 0.16  U ug/L 05/25/23 13:47 85-00-705/24/23 22:000.40 0.16 1
Paraquat 0.16  U ug/L 05/25/23 13:47 1910-42-505/24/23 22:000.40 0.16 1

Analytical Method: EPA 552.3  Preparation Method: EPA 552.3
Initial Volume/Weight: 40 mL  Final Volume/Weight: 4 mL
Pace Analytical Services - Ormond Beach

552.3 Haloacetic Acids

Dibromoacetic Acid 0.43  U ug/L 06/02/23 22:39 631-64-105/23/23 20:521.0 0.43 1
Dichloroacetic Acid 0.24  U ug/L 06/02/23 22:39 79-43-605/23/23 20:521.0 0.24 1
Haloacetic Acids (Total) 0.90  U ug/L 06/02/23 22:3905/23/23 20:521.0 0.90 1
Monobromoacetic Acid 0.29  U ug/L 06/02/23 22:39 79-08-305/23/23 20:521.0 0.29 1
Monochloroacetic Acid 0.90  U ug/L 06/02/23 22:39 79-11-805/23/23 20:521.0 0.90 1
Trichloroacetic Acid 0.26  U ug/L 06/02/23 22:39 76-03-905/23/23 20:521.0 0.26 1
Surrogates
2,3-Dibromopropanoic Acid (S) 88 % 06/02/23 22:39 600-05-505/23/23 20:5270-130 1
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ANALYTICAL RESULTS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Sample: White Cap Lab ID: 35800232001 Collected: 05/17/23 11:00 Received: 05/17/23 11:00 Matrix: Drinking Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Analytical Method: EPA 200.7  Preparation Method: EPA 200.7
Initial Volume/Weight: 50 mL  Final Volume/Weight: 50 mL
Pace Analytical Services - Ormond Beach

200.7 MET ICP, Drinking Water

Barium 75.5 ug/L 05/24/23 10:11 7440-39-305/22/23 23:0310.0 2.4 1
Beryllium 0.19  U ug/L 05/24/23 10:11 7440-41-705/22/23 23:034.0 0.19 1
Cadmium 0.67  U ug/L 05/24/23 10:11 7440-43-905/22/23 23:031.0 0.67 1
Chromium 2.6  U ug/L 05/24/23 10:11 7440-47-305/22/23 23:035.0 2.6 1
Iron 16.0  U ug/L 05/24/23 10:11 7439-89-605/22/23 23:0340.0 16.0 1
Manganese 0.93  U ug/L 05/24/23 10:11 7439-96-505/22/23 23:035.0 0.93 1
Nickel 2.0  U ug/L 05/24/23 10:11 7440-02-005/22/23 23:035.0 2.0 1
Silver 1.3  U ug/L 05/24/23 10:11 7440-22-405/22/23 23:035.0 1.3 1
Zinc 7.6  U ug/L 05/24/23 10:11 7440-66-605/22/23 23:0320.0 7.6 1

Analytical Method: EPA 200.8  Preparation Method: EPA 200.8
Initial Volume/Weight: 50 mL  Final Volume/Weight: 50 mL
Pace Analytical Services - Ormond Beach

200.8 MET ICPMS Drinking Water

Aluminum 7.2  U ug/L 05/24/23 11:48 7429-90-505/22/23 23:0310.0 7.2 1
Antimony 0.83  U ug/L 05/24/23 11:48 7440-36-005/22/23 23:031.0 0.83 1
Arsenic 0.50  U ug/L 05/24/23 11:48 7440-38-205/22/23 23:031.0 0.50 1
Copper 0.93  U ug/L 05/24/23 11:48 7440-50-805/22/23 23:031.0 0.93 1
Lead 0.22  U ug/L 05/24/23 11:48 7439-92-105/22/23 23:031.0 0.22 1
Selenium 0.83  I ug/L 05/24/23 11:48 7782-49-205/22/23 23:031.0 0.83 1
Thallium 0.21  U ug/L 05/24/23 11:48 7440-28-005/22/23 23:031.0 0.21 1
Uranium 0.45  I ug/L 05/24/23 11:48 7440-61-105/22/23 23:031.0 0.19 1

Analytical Method: EPA 245.1  Preparation Method: EPA 245.1
Initial Volume/Weight: 40 mL  Final Volume/Weight: 40 mL
Pace Analytical Services - Ormond Beach

245.1 Mercury

Mercury 0.090  U ug/L 06/12/23 09:19 7439-97-606/08/23 11:560.20 0.090 1

Analytical Method: EPA 548.1  Preparation Method: EPA 548.1
Initial Volume/Weight: 100 mL  Final Volume/Weight: 1 mL
Pace Analytical Services - Ormond Beach

548.1 GCS Endothall

Endothall 3.3  U ug/L 05/25/23 15:4905/24/23 00:119.0 3.3 1

Analytical Method: EPA 524.2
Initial Volume/Weight: 5 mL  Final Volume/Weight: 5 mL
Pace Analytical Services - Ormond Beach

524.2 MSV

Acetone 8.5  U ug/L 05/25/23 06:45 67-64-110.0 8.5 1
Benzene 0.40  U ug/L 05/25/23 06:45 71-43-20.50 0.40 1
Bromobenzene 0.30  U ug/L 05/25/23 06:45 108-86-11.0 0.30 1
Bromochloromethane 0.15  U ug/L 05/25/23 06:45 74-97-51.0 0.15 1
Bromodichloromethane 0.37  U ug/L 05/25/23 06:45 75-27-41.0 0.37 1
Bromoform 0.35  U ug/L 05/25/23 06:45 75-25-21.0 0.35 1
Bromomethane 0.48  U ug/L 05/25/23 06:45 74-83-91.0 0.48 1
2-Butanone (MEK) 2.3  U ug/L 05/25/23 06:45 78-93-3 N24.0 2.3 1
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ANALYTICAL RESULTS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Sample: White Cap Lab ID: 35800232001 Collected: 05/17/23 11:00 Received: 05/17/23 11:00 Matrix: Drinking Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Analytical Method: EPA 524.2
Initial Volume/Weight: 5 mL  Final Volume/Weight: 5 mL
Pace Analytical Services - Ormond Beach

524.2 MSV

n-Butylbenzene 0.28  U ug/L 05/25/23 06:45 104-51-81.0 0.28 1
sec-Butylbenzene 0.24  U ug/L 05/25/23 06:45 135-98-81.0 0.24 1
tert-Butylbenzene 0.23  U ug/L 05/25/23 06:45 98-06-61.0 0.23 1
Carbon tetrachloride 0.28  U ug/L 05/25/23 06:45 56-23-50.50 0.28 1
Chlorobenzene 0.26  U ug/L 05/25/23 06:45 108-90-70.50 0.26 1
Chloroethane 0.32  U ug/L 05/25/23 06:45 75-00-31.0 0.32 1
Chloroform 0.44  U ug/L 05/25/23 06:45 67-66-31.0 0.44 1
Chloromethane 1.2  U ug/L 05/25/23 06:45 74-87-32.0 1.2 1
2-Chlorotoluene 0.23  U ug/L 05/25/23 06:45 95-49-81.0 0.23 1
4-Chlorotoluene 0.26  U ug/L 05/25/23 06:45 106-43-41.0 0.26 1
Dibromochloromethane 0.47  U ug/L 05/25/23 06:45 124-48-11.0 0.47 1
1,2-Dibromoethane (EDB) 0.25  U ug/L 05/25/23 06:45 106-93-4 N20.50 0.25 1
Dibromomethane 0.33  U ug/L 05/25/23 06:45 74-95-31.0 0.33 1
1,2-Dichlorobenzene 0.26  U ug/L 05/25/23 06:45 95-50-10.50 0.26 1
1,3-Dichlorobenzene 0.29  U ug/L 05/25/23 06:45 541-73-11.0 0.29 1
1,4-Dichlorobenzene 0.30  U ug/L 05/25/23 06:45 106-46-70.50 0.30 1
Dichlorodifluoromethane 0.35  U ug/L 05/25/23 06:45 75-71-81.0 0.35 1
1,1-Dichloroethane 0.27  U ug/L 05/25/23 06:45 75-34-31.0 0.27 1
1,2-Dichloroethane 0.30  U ug/L 05/25/23 06:45 107-06-20.50 0.30 1
1,1-Dichloroethene 0.29  U ug/L 05/25/23 06:45 75-35-40.50 0.29 1
cis-1,2-Dichloroethene 0.33  U ug/L 05/25/23 06:45 156-59-20.50 0.33 1
trans-1,2-Dichloroethene 0.27  U ug/L 05/25/23 06:45 156-60-50.50 0.27 1
1,2-Dichloropropane 0.44  U ug/L 05/25/23 06:45 78-87-50.50 0.44 1
1,3-Dichloropropane 0.23  U ug/L 05/25/23 06:45 142-28-91.0 0.23 1
2,2-Dichloropropane 0.49  U ug/L 05/25/23 06:45 594-20-71.0 0.49 1
1,1-Dichloropropene 0.31  U ug/L 05/25/23 06:45 563-58-61.0 0.31 1
trans-1,3-Dichloropropene 0.26  U ug/L 05/25/23 06:45 10061-02-61.0 0.26 1
Ethylbenzene 0.23  U ug/L 05/25/23 06:45 100-41-40.50 0.23 1
Hexachloro-1,3-butadiene 0.41  U ug/L 05/25/23 06:45 87-68-31.0 0.41 1
Isopropylbenzene (Cumene) 0.20  U ug/L 05/25/23 06:45 98-82-81.0 0.20 1
p-Isopropyltoluene 0.23  U ug/L 05/25/23 06:45 99-87-61.0 0.23 1
Methylene Chloride 0.44  U ug/L 05/25/23 06:45 75-09-21.0 0.44 1
Methyl-tert-butyl ether 0.36  U ug/L 05/25/23 06:45 1634-04-41.0 0.36 1
Naphthalene 0.48  U ug/L 05/25/23 06:45 91-20-31.0 0.48 1
n-Propylbenzene 0.25  U ug/L 05/25/23 06:45 103-65-11.0 0.25 1
Styrene 0.20  U ug/L 05/25/23 06:45 100-42-50.50 0.20 1
1,1,1,2-Tetrachloroethane 0.18  U ug/L 05/25/23 06:45 630-20-61.0 0.18 1
1,1,2,2-Tetrachloroethane 0.27  U ug/L 05/25/23 06:45 79-34-51.0 0.27 1
Tetrachloroethene 0.26  U ug/L 05/25/23 06:45 127-18-40.50 0.26 1
Toluene 0.28  U ug/L 05/25/23 06:45 108-88-30.50 0.28 1
Total Trihalomethanes (Calc.) 0.47  U ug/L 05/25/23 06:451.0 0.47 1
1,2,3-Trichlorobenzene 0.73  U ug/L 05/25/23 06:45 87-61-61.0 0.73 1
1,2,4-Trichlorobenzene 0.35  U ug/L 05/25/23 06:45 120-82-10.50 0.35 1
1,1,1-Trichloroethane 0.27  U ug/L 05/25/23 06:45 71-55-60.50 0.27 1
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#=AR#

ANALYTICAL RESULTS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Sample: White Cap Lab ID: 35800232001 Collected: 05/17/23 11:00 Received: 05/17/23 11:00 Matrix: Drinking Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Analytical Method: EPA 524.2
Initial Volume/Weight: 5 mL  Final Volume/Weight: 5 mL
Pace Analytical Services - Ormond Beach

524.2 MSV

1,1,2-Trichloroethane 0.28  U ug/L 05/25/23 06:45 79-00-50.50 0.28 1
Trichloroethene 0.26  U ug/L 05/25/23 06:45 79-01-60.50 0.26 1
Trichlorofluoromethane 0.29  U ug/L 05/25/23 06:45 75-69-41.0 0.29 1
1,2,3-Trichloropropane 0.23  U ug/L 05/25/23 06:45 96-18-41.0 0.23 1
1,1,2-Trichlorotrifluoroethane 0.37  U ug/L 05/25/23 06:45 76-13-1 N20.50 0.37 1
1,2,3-Trimethylbenzene 0.34  U ug/L 05/25/23 06:45 526-73-8 N20.50 0.34 1
1,2,4-Trimethylbenzene 0.25  U ug/L 05/25/23 06:45 95-63-61.0 0.25 1
1,3,5-Trimethylbenzene 0.23  U ug/L 05/25/23 06:45 108-67-81.0 0.23 1
Vinyl chloride 0.12  U ug/L 05/25/23 06:45 75-01-40.50 0.12 1
Xylene (Total) 0.11  U ug/L 05/25/23 06:45 1330-20-71.0 0.11 1
m&p-Xylene 0.39  U ug/L 05/25/23 06:45 179601-23-11.0 0.39 1
o-Xylene 0.19  U ug/L 05/25/23 06:45 95-47-60.50 0.19 1
Surrogates
4-Bromofluorobenzene (S) 102 % 05/25/23 06:45 460-00-470-130 1
Toluene-d8 (S) 99 % 05/25/23 06:45 2037-26-570-130 1
1,2-Dichlorobenzene-d4 (S) 100 % 05/25/23 06:45 2199-69-170-130 1

Analytical Method: EPA 180.1
Initial Volume/Weight: 1 mL  Final Volume/Weight: 1 mL
Pace Analytical Services - Ormond Beach

180.1 Turbidity

Turbidity 0.20  U NTU 05/17/23 18:350.20 0.20 1

Analytical Method: SM2120B-01
Pace Analytical Services - Ormond Beach

2120B Apparent Color

Apparent Color 5.0  U units 05/18/23 08:515.0 5.0 1
pH 7.7 units 05/18/23 08:511

Analytical Method: SM 2540C
Initial Volume/Weight: 100 mL  Final Volume/Weight: 100 mL
Pace Analytical Services - Ormond Beach

2540C Total Dissolved Solids

Total Dissolved Solids 298 mg/L 05/19/23 14:135.0 5.0 1

Analytical Method: SM 4500-Cl D
Initial Volume/Weight: 200 mL  Final Volume/Weight: 200 mL
Pace Analytical Services - Ormond Beach

Chlorine, Residual,Total,Free

Chlorine, Total 0.10  U mg/L 06/12/23 11:01 7782-50-5 Q0.10 0.10 1
Chloramine 0.10  U mg/L 06/12/23 11:01 10599-90-3 N2,Q0.10 0.10 1

Analytical Method: SM 4500-ClO2
Initial Volume/Weight: 10 mL  Final Volume/Weight: 10 mL
Pace Analytical Services - Ormond Beach

4500ClO2 Chlorine Dioxide

Chlorine Dioxide 0.080  U mg/L 06/12/23 11:51 Q0.20 0.080 1
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#=AR#

ANALYTICAL RESULTS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Sample: White Cap Lab ID: 35800232001 Collected: 05/17/23 11:00 Received: 05/17/23 11:00 Matrix: Drinking Water

Parameters Results Units DF Prepared Analyzed CAS No. QualMDLPQL

Analytical Method: SM 4500-H+B
Pace Analytical Services - Ormond Beach

4500H+ pH, Electrometric

pH at 25 Degrees C 7.3 Std. Units 05/25/23 13:46 Q0.10 0.10 1

Analytical Method: EPA 300.0
Initial Volume/Weight: 15 mL  Final Volume/Weight: 15 mL
Pace Analytical Services - Ormond Beach

300.0 IC Anions 28 Days

Chloride 21.5 mg/L 06/07/23 00:36 16887-00-65.0 2.5 1
Fluoride 0.19 mg/L 06/07/23 00:36 16984-48-80.050 0.015 1
Sulfate 18.9 mg/L 06/07/23 00:36 14808-79-85.0 2.5 1

Analytical Method: EPA 300.1
Initial Volume/Weight: 15 mL  Final Volume/Weight: 15 mL
Pace Analytical Services - Ormond Beach

300.1 Oxihalide IC Anions 14d

Chlorite 0.56  U ug/L 05/24/23 05:002.0 0.56 1
Surrogates
Dichloroacetate (S) 110 % 05/24/23 05:00 79-43-690-115 1

Analytical Method: EPA 300.1
Initial Volume/Weight: 15 mL  Final Volume/Weight: 15 mL
Pace Analytical Services - Ormond Beach

300.1 Oxihalide IC Anions 28d

Bromate 0.22  U ug/L 05/27/23 05:57 15541-45-41.0 0.22 1
Chlorate 34.5 ug/L 05/27/23 05:57 7790-93-42.0 1.5 1
Surrogates
Dichloroacetate (S) 105 % 06/01/23 05:30 79-43-690-115 5
Dichloroacetate (S) 103 % 05/27/23 05:57 79-43-690-115 1

Analytical Method: EPA 335.4  Preparation Method: EPA 335.4
Initial Volume/Weight: 25 mL  Final Volume/Weight: 25 mL
Pace Analytical Services - Ormond Beach

335.4 Cyanide, Total

Cyanide 0.0050  U mg/L 05/30/23 13:36 57-12-505/30/23 09:480.010 0.0050 1

Analytical Method: EPA 353.2
Initial Volume/Weight: 50 mL  Final Volume/Weight: 50 mL
Pace Analytical Services - Ormond Beach

353.2 Nitrogen, NO2/NO3 unpres

Nitrogen, NO2 plus NO3 4.4 mg/L 05/17/23 21:320.050 0.015 1
Nitrogen, Nitrate 4.4 mg/L 05/17/23 21:32 14797-55-80.050 0.025 1
Nitrogen, Nitrite 0.025  U mg/L 05/17/23 21:32 14797-65-00.050 0.025 1
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

920714
EPA 531.2

EPA 531.2
531.2 HPLC Carbamate

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5062752
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Carbofuran ug/L 0.59  U 0.90 05/26/23 17:050.59
Oxamyl ug/L 0.46  U 2.0 05/26/23 17:050.46
BDMC (S) % 96 70-130 05/26/23 17:05

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5062753LABORATORY CONTROL SAMPLE:
LCSSpike

Carbofuran ug/L 9.610 96 70-130
Oxamyl ug/L 9.810 98 70-130
BDMC (S) % 100 70-130

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5062754MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35801016001

5062755

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Carbofuran ug/L 10 99 70-130102 3 3010ND 9.9 10.2
Oxamyl ug/L 10 100 70-130101 1 3010ND 10 10.1
BDMC (S) % 100 70-130101
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

919387
EPA 547

EPA 547
547 HPLC Glyphosate

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5056958
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Glyphosate ug/L 4.2  U 6.0 05/21/23 11:264.2

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5056959LABORATORY CONTROL SAMPLE:
LCSSpike

Glyphosate ug/L 50.750 101 80-120

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5056960MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800740001

5056961

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Glyphosate ug/L 50 105 80-120105 0 3050<4.2 52.6 52.7

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5056962MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800741001

5056963

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Glyphosate ug/L 50 102 80-120103 2 3050<4.2 50.8 51.7
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

924205
EPA 245.1

EPA 245.1
245.1 Mercury

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5079315
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Mercury ug/L 0.090  U 0.20 06/12/23 09:060.090

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5079316LABORATORY CONTROL SAMPLE:
LCSSpike

Mercury ug/L 1.82 92 85-115

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5079317MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800022001

5079318

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Mercury ug/L 2 94 70-13094 1 202ND 1.9 1.9

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5079319MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35803592004

5079320

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Mercury ug/L 2 96 70-13097 1 202<0.090 1.9 1.9
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

919848
EPA 200.7

EPA 200.7
200.7 MET Drinking Water

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5058546
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Barium ug/L 2.4  U 10.0 05/24/23 03:092.4
Beryllium ug/L 0.19  U 4.0 05/24/23 03:090.19
Cadmium ug/L 0.67  U 1.0 05/24/23 03:090.67
Chromium ug/L 2.6  U 5.0 05/24/23 03:092.6
Iron ug/L 16.0  U 40.0 05/24/23 03:0916.0
Manganese ug/L 0.93  U 5.0 05/24/23 03:090.93
Nickel ug/L 2.0  U 5.0 05/24/23 03:092.0
Silver ug/L 1.3  U 5.0 05/24/23 03:091.3
Zinc ug/L 7.6  U 20.0 05/24/23 03:097.6

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5058547LABORATORY CONTROL SAMPLE:
LCSSpike

Barium ug/L 247250 99 85-115
Beryllium ug/L 25.025 100 85-115
Cadmium ug/L 26.325 105 85-115
Chromium ug/L 262250 105 85-115
Iron ug/L 25802500 103 85-115
Manganese ug/L 258250 103 85-115
Nickel ug/L 262250 105 85-115
Silver ug/L 25.725 103 85-115
Zinc ug/L 13501250 108 85-115

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5058548MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35799789001

5058549

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Barium ug/L 250 99 70-13099 0 202500.0024  U
mg/L

249 249

Beryllium ug/L 25 100 70-130101 1 20250.00019
U mg/L

25.0 25.3

Cadmium ug/L 25 103 70-130104 1 20250.00067
U mg/L

25.8 26.1

Chromium ug/L 250 104 70-130105 1 202500.0026  U
mg/L

261 263

Iron ug/L 2500 103 70-130103 1 20250016.0  U 2580 2590
Manganese ug/L 250 102 70-130103 1 202500.93  U 255 258
Nickel ug/L 250 102 70-130103 1 202500.0020  U

mg/L
255 258

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.Date: 07/03/2023 09:48 AM

Pace Analytical Services, LLC
8 East Tower Circle

Ormond Beach, FL 32174
(386)672-5668

Page 15 of 53



#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5058548MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35799789001

5058549

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Silver ug/L 25 99 70-130101 1 20251.3  U 25.8 26.1
Zinc ug/L 1250 105 70-130106 1 2012507.6  U 1320 1330

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5058550MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800313025

5058551

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Barium ug/L 250 101 70-130101 0 202500.11 mg/L 367 367
Beryllium ug/L 25 101 70-130101 0 2025ND 25.4 25.3
Cadmium ug/L 25 104 70-130104 0 2025ND 26.0 26.0
Chromium ug/L 250 106 70-130105 0 20250ND 265 265
Iron ug/L 2500 115 70-130118 2 2025001.6 mg/L 4420 4510
Manganese ug/L 250 102 70-130102 0 202500.18 mg/L 436 435
Nickel ug/L 250 105 70-130105 0 20250ND 266 266
Silver ug/L 25 102 70-130102 0 2025ND 26.3 26.2
Zinc ug/L 1250 107 70-130106 0 2012500.055

mg/L
1390 1390
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

919846
EPA 200.8

EPA 200.8
200.8 MET Drinking Water

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5058539
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Aluminum ug/L 7.2  U 10.0 05/24/23 11:177.2
Antimony ug/L 0.83  U 1.0 05/24/23 11:170.83
Arsenic ug/L 0.50  U 1.0 05/24/23 11:170.50
Copper ug/L 0.93  U 1.0 05/24/23 11:170.93
Lead ug/L 0.22  U 1.0 05/24/23 11:170.22
Selenium ug/L 0.83  U 1.0 05/24/23 11:170.83
Thallium ug/L 0.21  U 1.0 05/24/23 11:170.21
Uranium ug/L 0.19  U 1.0 05/24/23 11:170.19

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5058540LABORATORY CONTROL SAMPLE:
LCSSpike

Aluminum ug/L 535500 107 85-115
Antimony ug/L 47.050 94 85-115
Arsenic ug/L 45.550 91 85-115
Copper ug/L 44.950 90 85-115
Lead ug/L 49.750 99 85-115
Selenium ug/L 47.950 96 85-115
Thallium ug/L 50.350 101 85-115
Uranium ug/L 50.350 101 85-115

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5058541MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35799096004

5058542

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Aluminum ug/L 500 103 70-130102 1 205007.2  U 522 515
Antimony ug/L 50 97 70-130100 3 20500.83  U 48.5 49.9
Arsenic ug/L 50 89 70-13090 2 20500.50  U 44.3 45.2
Copper ug/L 50 96 70-130100 5 20500.93  U 48.1 50.4
Lead ug/L 50 98 70-130101 4 20500.22  U 48.8 50.5
Selenium ug/L 50 94 70-13096 3 20500.83  U 46.8 48.0
Thallium ug/L 50 97 70-130101 4 20500.21  U 48.6 50.6
Uranium ug/L 50 103 70-130107 3 20500.19  U 51.5 53.3
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5058543MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800256001

5058544

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Aluminum ug/L 500 98 70-130100 2 205007.2  U 495 504
Antimony ug/L 50 98 70-13095 3 20500.00083

U mg/L
49.0 47.7

Arsenic ug/L 50 93 70-13090 3 20500.00050
U mg/L

46.7 45.4

Copper ug/L 50 96 70-13093 3 20500.93  U 48.2 46.8
Lead ug/L 50 100 70-13098 2 20500.00022

U mg/L
49.9 49.0

Selenium ug/L 50 99 70-13094 5 20500.00083
U mg/L

49.5 46.8

Thallium ug/L 50 102 70-130101 2 20500.00021
U mg/L

51.3 50.4

Uranium ug/L 50 103 70-130101 2 20500.19  U 51.7 50.5
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

920671
EPA 524.2

EPA 524.2
524.2 MSV

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5062401
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

1,1,1,2-Tetrachloroethane ug/L 0.18  U 1.0 05/25/23 01:130.18
1,1,1-Trichloroethane ug/L 0.27  U 0.50 05/25/23 01:130.27
1,1,2,2-Tetrachloroethane ug/L 0.27  U 1.0 05/25/23 01:130.27
1,1,2-Trichloroethane ug/L 0.28  U 0.50 05/25/23 01:130.28
1,1,2-Trichlorotrifluoroethane ug/L 0.37  U 0.50 N205/25/23 01:130.37
1,1-Dichloroethane ug/L 0.27  U 1.0 05/25/23 01:130.27
1,1-Dichloroethene ug/L 0.29  U 0.50 05/25/23 01:130.29
1,1-Dichloropropene ug/L 0.31  U 1.0 05/25/23 01:130.31
1,2,3-Trichlorobenzene ug/L 0.73  U 1.0 05/25/23 01:130.73
1,2,3-Trichloropropane ug/L 0.23  U 1.0 05/25/23 01:130.23
1,2,3-Trimethylbenzene ug/L 0.34  U 0.50 N205/25/23 01:130.34
1,2,4-Trichlorobenzene ug/L 0.35  U 0.50 05/25/23 01:130.35
1,2,4-Trimethylbenzene ug/L 0.25  U 1.0 05/25/23 01:130.25
1,2-Dibromoethane (EDB) ug/L 0.25  U 0.50 N205/25/23 01:130.25
1,2-Dichlorobenzene ug/L 0.26  U 0.50 05/25/23 01:130.26
1,2-Dichloroethane ug/L 0.30  U 0.50 05/25/23 01:130.30
1,2-Dichloropropane ug/L 0.44  U 0.50 05/25/23 01:130.44
1,3,5-Trimethylbenzene ug/L 0.23  U 1.0 05/25/23 01:130.23
1,3-Dichlorobenzene ug/L 0.29  U 1.0 05/25/23 01:130.29
1,3-Dichloropropane ug/L 0.23  U 1.0 05/25/23 01:130.23
1,4-Dichlorobenzene ug/L 0.30  U 0.50 05/25/23 01:130.30
2,2-Dichloropropane ug/L 0.49  U 1.0 05/25/23 01:130.49
2-Butanone (MEK) ug/L 2.3  U 4.0 N205/25/23 01:132.3
2-Chlorotoluene ug/L 0.23  U 1.0 05/25/23 01:130.23
4-Chlorotoluene ug/L 0.26  U 1.0 05/25/23 01:130.26
Acetone ug/L 8.5  U 10.0 05/25/23 01:138.5
Benzene ug/L 0.40  U 0.50 05/25/23 01:130.40
Bromobenzene ug/L 0.30  U 1.0 05/25/23 01:130.30
Bromochloromethane ug/L 0.15  U 1.0 05/25/23 01:130.15
Bromodichloromethane ug/L 0.37  U 1.0 05/25/23 01:130.37
Bromoform ug/L 0.35  U 1.0 05/25/23 01:130.35
Bromomethane ug/L 0.48  U 1.0 05/25/23 01:130.48
Carbon tetrachloride ug/L 0.28  U 0.50 05/25/23 01:130.28
Chlorobenzene ug/L 0.26  U 0.50 05/25/23 01:130.26
Chloroethane ug/L 0.32  U 1.0 05/25/23 01:130.32
Chloroform ug/L 0.44  U 1.0 05/25/23 01:130.44
Chloromethane ug/L 1.2  U 2.0 05/25/23 01:131.2
cis-1,2-Dichloroethene ug/L 0.33  U 0.50 05/25/23 01:130.33
Dibromochloromethane ug/L 0.47  U 1.0 05/25/23 01:130.47
Dibromomethane ug/L 0.33  U 1.0 05/25/23 01:130.33
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5062401
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Dichlorodifluoromethane ug/L 0.35  U 1.0 05/25/23 01:130.35
Ethylbenzene ug/L 0.23  U 0.50 05/25/23 01:130.23
Hexachloro-1,3-butadiene ug/L 0.41  U 1.0 05/25/23 01:130.41
Isopropylbenzene (Cumene) ug/L 0.20  U 1.0 05/25/23 01:130.20
m&p-Xylene ug/L 0.39  U 1.0 05/25/23 01:130.39
Methyl-tert-butyl ether ug/L 0.36  U 1.0 05/25/23 01:130.36
Methylene Chloride ug/L 0.44  U 1.0 05/25/23 01:130.44
n-Butylbenzene ug/L 0.28  U 1.0 05/25/23 01:130.28
n-Propylbenzene ug/L 0.25  U 1.0 05/25/23 01:130.25
Naphthalene ug/L 0.48  U 1.0 05/25/23 01:130.48
o-Xylene ug/L 0.19  U 0.50 05/25/23 01:130.19
p-Isopropyltoluene ug/L 0.23  U 1.0 05/25/23 01:130.23
sec-Butylbenzene ug/L 0.24  U 1.0 05/25/23 01:130.24
Styrene ug/L 0.20  U 0.50 05/25/23 01:130.20
tert-Butylbenzene ug/L 0.23  U 1.0 05/25/23 01:130.23
Tetrachloroethene ug/L 0.26  U 0.50 05/25/23 01:130.26
Toluene ug/L 0.28  U 0.50 05/25/23 01:130.28
Total Trihalomethanes (Calc.) ug/L 0.47  U 1.0 05/25/23 01:130.47
trans-1,2-Dichloroethene ug/L 0.27  U 0.50 05/25/23 01:130.27
trans-1,3-Dichloropropene ug/L 0.26  U 1.0 05/25/23 01:130.26
Trichloroethene ug/L 0.26  U 0.50 05/25/23 01:130.26
Trichlorofluoromethane ug/L 0.29  U 1.0 05/25/23 01:130.29
Vinyl chloride ug/L 0.12  U 0.50 05/25/23 01:130.12
Xylene (Total) ug/L 0.11  U 1.0 05/25/23 01:130.11
1,2-Dichlorobenzene-d4 (S) % 102 70-130 05/25/23 01:13
4-Bromofluorobenzene (S) % 101 70-130 05/25/23 01:13
Toluene-d8 (S) % 100 70-130 05/25/23 01:13

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5062402LABORATORY CONTROL SAMPLE & LCSD:
LCSSpike LCSD

% Rec RPD
Max
RPD

LCSD
Result

5062403

1,1,1,2-Tetrachloroethane ug/L 38.740 97 70-1309437.8 2 20
1,1,1-Trichloroethane ug/L 38.240 96 70-1309437.7 1 20
1,1,2,2-Tetrachloroethane ug/L 40.740 102 70-13010040.1 1 20
1,1,2-Trichloroethane ug/L 37.540 94 70-1309437.4 0 20
1,1,2-Trichlorotrifluoroethane ug/L 39.7 N240 99 70-1309738.7 3 20
1,1-Dichloroethane ug/L 37.240 93 70-1309136.6 2 20
1,1-Dichloroethene ug/L 37.540 94 70-1309437.7 0 20
1,1-Dichloropropene ug/L 38.440 96 70-1309538.0 1 20
1,2,3-Trichlorobenzene ug/L 39.040 97 70-1309738.7 1 20
1,2,3-Trichloropropane ug/L 37.340 93 70-1309537.9 1 20
1,2,3-Trimethylbenzene ug/L 35.3 N240 88 70-1308734.7 2 20
1,2,4-Trichlorobenzene ug/L 36.940 92 70-1309236.6 1 20
1,2,4-Trimethylbenzene ug/L 41.140 103 70-13010140.5 1 20
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5062402LABORATORY CONTROL SAMPLE & LCSD:
LCSSpike LCSD

% Rec RPD
Max
RPD

LCSD
Result

5062403

1,2-Dibromoethane (EDB) ug/L 38.4 N240 96 70-1309638.5 0 20
1,2-Dichlorobenzene ug/L 39.440 99 70-1309738.7 2 20
1,2-Dichloroethane ug/L 38.340 96 70-1309537.9 1 20
1,2-Dichloropropane ug/L 36.640 91 70-1309136.3 1 20
1,3,5-Trimethylbenzene ug/L 40.840 102 70-13010040.1 2 20
1,3-Dichlorobenzene ug/L 39.640 99 70-1309638.6 3 20
1,3-Dichloropropane ug/L 39.040 98 70-1309738.7 1 20
1,4-Dichlorobenzene ug/L 39.240 98 70-1309738.7 1 20
2,2-Dichloropropane ug/L 39.140 98 70-1309537.9 3 20
2-Butanone (MEK) ug/L 196 N2200 98 70-13099197 1 20
2-Chlorotoluene ug/L 39.340 98 70-1309738.6 2 20
4-Chlorotoluene ug/L 40.840 102 70-13010040.0 2 20
Acetone ug/L 201200 101 70-130101202 0 20
Benzene ug/L 38.640 97 70-1309538.0 1 20
Bromobenzene ug/L 37.340 93 70-1309237.0 1 20
Bromochloromethane ug/L 38.540 96 70-1309638.4 0 20
Bromodichloromethane ug/L 38.140 95 70-1309437.8 1 20
Bromoform ug/L 41.340 103 70-1309939.4 5 20
Bromomethane ug/L 39.040 97 70-1309638.3 2 20
Carbon tetrachloride ug/L 39.440 98 70-1309638.6 2 20
Chlorobenzene ug/L 38.140 95 70-1309237.0 3 20
Chloroethane ug/L 35.440 89 70-1308835.1 1 20
Chloroform ug/L 36.540 91 70-1309236.7 1 20
Chloromethane ug/L 33.540 84 70-1308132.5 3 20
cis-1,2-Dichloroethene ug/L 37.140 93 70-1309236.6 1 20
Dibromochloromethane ug/L 39.840 99 70-1309638.5 3 20
Dibromomethane ug/L 38.440 96 70-1309638.3 0 20
Dichlorodifluoromethane ug/L 35.440 88 70-1308734.9 1 20
Ethylbenzene ug/L 38.540 96 70-1309337.4 3 20
Hexachloro-1,3-butadiene ug/L 38.740 97 70-1309437.6 3 20
Isopropylbenzene (Cumene) ug/L 41.640 104 70-13010140.3 3 20
m&p-Xylene ug/L 75.880 95 70-1309273.9 3 20
Methyl-tert-butyl ether ug/L 39.740 99 70-13010140.4 2 20
Methylene Chloride ug/L 37.740 94 70-1309437.7 0 20
n-Butylbenzene ug/L 40.340 101 70-1309839.2 3 20
n-Propylbenzene ug/L 42.740 107 70-13010441.6 3 20
Naphthalene ug/L 41.140 103 70-13010341.3 1 20
o-Xylene ug/L 39.140 98 70-1309638.3 2 20
p-Isopropyltoluene ug/L 39.640 99 70-1309638.5 3 20
sec-Butylbenzene ug/L 41.840 105 70-13010240.9 2 20
Styrene ug/L 45.640 114 70-13011144.4 3 20
tert-Butylbenzene ug/L 38.440 96 70-1309638.2 1 20
Tetrachloroethene ug/L 38.040 95 70-1309337.1 3 20
Toluene ug/L 37.940 95 70-1309236.6 3 20
Total Trihalomethanes (Calc.) ug/L 156160 97 70-13095152 2 20
trans-1,2-Dichloroethene ug/L 37.940 95 70-1309337.3 2 20
trans-1,3-Dichloropropene ug/L 39.740 99 70-1309839.1 2 20
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5062402LABORATORY CONTROL SAMPLE & LCSD:
LCSSpike LCSD

% Rec RPD
Max
RPD

LCSD
Result

5062403

Trichloroethene ug/L 36.940 92 70-1308935.7 3 20
Trichlorofluoromethane ug/L 37.840 95 70-1309538.0 0 20
Vinyl chloride ug/L 34.640 86 70-1308634.2 1 20
Xylene (Total) ug/L 115120 96 70-13093112 2 20
1,2-Dichlorobenzene-d4 (S) % 99 70-130100
4-Bromofluorobenzene (S) % 101 70-130101
Toluene-d8 (S) % 100 70-130101
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

920293
EPA 504.1

EPA 504.1
504 EDB DBCP

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5060376
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

1,2-Dibromo-3-chloropropane ug/L 0.0064  U 0.020 05/24/23 10:000.0064
1,2-Dibromoethane (EDB) ug/L 0.0075  U 0.010 05/24/23 10:000.0075

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5060377LABORATORY CONTROL SAMPLE:
LCSSpike

1,2-Dibromo-3-chloropropane ug/L 0.33 J(L1)0.25 133 70-130
1,2-Dibromoethane (EDB) ug/L 0.35 J(L1)0.25 140 70-130

Parameter Units
MS

Result
% Rec
Limits Qualifiers% RecConc.

5060527MATRIX SPIKE SAMPLE:
MSSpike

Result
35800218001

1,2-Dibromo-3-chloropropane ug/L 0.320.26 127 65-135<0.0065
1,2-Dibromoethane (EDB) ug/L 0.240.26 94 65-135<0.0076

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

35801015001
5060528SAMPLE DUPLICATE:

1,2-Dibromo-3-chloropropane ug/L 0.0065  U 40ND
1,2-Dibromoethane (EDB) ug/L 0.0076  U 40ND
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

922241
EPA 505

EPA 505
505 GCS PCB-TOX-TCH

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5069193
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Chlordane (Technical) ug/L 0.035  U 0.20 06/01/23 00:020.035
PCB-1016 (Aroclor 1016) ug/L 0.043  U 0.10 06/01/23 00:020.043
PCB-1221 (Aroclor 1221) ug/L 0.032  U 0.10 06/01/23 00:020.032
PCB-1232 (Aroclor 1232) ug/L 0.044  U 0.10 06/01/23 00:020.044
PCB-1242 (Aroclor 1242) ug/L 0.031  U 0.10 06/01/23 00:020.031
PCB-1248 (Aroclor 1248) ug/L 0.025  U 0.10 06/01/23 00:020.025
PCB-1254 (Aroclor 1254) ug/L 0.036  U 0.10 06/01/23 00:020.036
PCB-1260 (Aroclor 1260) ug/L 0.029  U 0.10 06/01/23 00:020.029
Toxaphene ug/L 0.25  U 1.0 06/01/23 00:020.25

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5069194LABORATORY CONTROL SAMPLE:
LCSSpike

PCB-1016 (Aroclor 1016) ug/L 0.680.71 95 70-130
PCB-1260 (Aroclor 1260) ug/L 0.780.72 108 70-130

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5069195LABORATORY CONTROL SAMPLE:
LCSSpike

PCB-1016 (Aroclor 1016) ug/L 0.093  I0.071 130 50-150
PCB-1260 (Aroclor 1260) ug/L 0.110.072 149 50-150

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5069200MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35801015001

5069201

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

PCB-1016 (Aroclor 1016) ug/L J(R1)0.72 84 70-130102 21 200.74ND 0.61 0.75
PCB-1260 (Aroclor 1260) ug/L J(R1)0.73 75 70-130105 36 200.74ND 0.54 0.78

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5069202MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35801018001

5069203

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

PCB-1016 (Aroclor 1016) ug/L 0.74 94 70-13094 2 200.73ND 0.69 0.68
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5069202MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35801018001

5069203

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

PCB-1260 (Aroclor 1260) ug/L J(R1)0.74 95 70-13078 21 200.73ND 0.70 0.57
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

920278
EPA 515.3

EPA 515.3
5153 GCS Herbicides

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5060309
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

2,4,5-T ug/L 0.16  U 0.20 06/02/23 09:350.16
2,4,5-TP (Silvex) ug/L 0.053  U 0.20 06/02/23 09:350.053
2,4-D ug/L 0.096  U 0.10 06/02/23 09:350.096
2,4-DB ug/L 0.68  U 2.0 06/02/23 09:350.68
Acifluorfen ug/L 0.078  U 0.10 06/02/23 09:350.078
Bentazon ug/L 0.16  U 0.20 06/02/23 09:350.16
Dalapon ug/L 0.49  U 1.0 06/02/23 09:350.49
Dicamba ug/L 0.067  U 0.10 06/02/23 09:350.067
Dichlorprop ug/L 0.20  U 0.70 06/02/23 09:350.20
Dinoseb ug/L 0.16  U 0.20 06/02/23 09:350.16
Pentachlorophenol ug/L 0.014  U 0.040 06/02/23 09:350.014
Picloram ug/L 0.040  U 0.10 06/02/23 09:350.040
2,4-DCAA (S) % 118 70-130 06/02/23 09:35

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5060310LABORATORY CONTROL SAMPLE:
LCSSpike

2,4,5-T ug/L 1.00.8 125 70-130
2,4,5-TP (Silvex) ug/L 0.950.8 118 70-130
2,4-D ug/L 0.59 J(L1)0.4 149 70-130
2,4-DB ug/L 9.88 122 70-130
Acifluorfen ug/L 0.53 J(L1)0.4 131 70-130
Bentazon ug/L 0.990.8 123 70-130
Dalapon ug/L 4.64 115 70-130
Dicamba ug/L 0.480.4 119 70-130
Dichlorprop ug/L 3.32.8 119 70-130
Dinoseb ug/L 1.00.8 126 70-130
Pentachlorophenol ug/L 0.210.16 130 70-130
Picloram ug/L 0.500.4 125 70-130
2,4-DCAA (S) % 111 70-130

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5060313MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800765001

5060314

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

2,4,5-T ug/L J(M1)0.8 146 70-130137 6 400.80.16  U 1.2 1.1
2,4,5-TP (Silvex) ug/L 0.8 130 70-130121 7 400.80.053  U 1.0 0.97
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5060313MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800765001

5060314

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

2,4-D ug/L J(M0)0.4 155 70-130141 9 400.40.096  U 0.62 0.57
2,4-DB ug/L J(M1)8 132 70-130123 7 4080.68  U 10.6 9.9
Acifluorfen ug/L J(M0)0.4 154 70-130150 3 400.40.078  U 0.62 0.60
Bentazon ug/L J(M1)0.8 137 70-130130 5 400.80.16  U 1.1 1.0
Dalapon ug/L 4 122 70-130114 7 4040.49  U 4.9 4.5
Dicamba ug/L J(M1)0.4 133 70-130123 8 400.40.067  U 0.53 0.49
Dichlorprop ug/L J(M1)2.8 131 70-130125 5 402.80.20  U 3.7 3.5
Dinoseb ug/L J(M1)0.8 141 70-130131 8 400.80.16  U 1.1 1.0
Pentachlorophenol ug/L J(M1)0.16 137 70-130127 7 400.160.014  U 0.22 0.20
Picloram ug/L J(M1)0.4 145 70-130133 9 400.40.040  U 0.58 0.53
2,4-DCAA (S) % 115 70-130111

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5060315MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800767001

5060316

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

2,4,5-T ug/L J(M1)0.8 131 70-130146 11 400.80.16  U 1.0 1.2
2,4,5-TP (Silvex) ug/L 0.8 114 70-130113 1 400.80.053  U 0.91 0.90
2,4-D ug/L J(M0)0.4 136 70-130149 9 400.40.096  U 0.54 0.60
2,4-DB ug/L 8 114 70-130116 2 4080.68  U 9.2 9.3
Acifluorfen ug/L J(M0)0.4 142 70-130140 1 400.40.078  U 0.57 0.56
Bentazon ug/L 0.8 117 70-130125 6 400.80.16  U 0.94 1.0
Dalapon ug/L 4 120 70-130111 7 4040.49  U 4.8 4.4
Dicamba ug/L 0.4 117 70-130116 1 400.40.067  U 0.47 0.46
Dichlorprop ug/L 2.8 120 70-130121 2 402.80.20  U 3.3 3.4
Dinoseb ug/L 0.8 124 70-130125 1 400.80.16  U 0.99 1.0
Pentachlorophenol ug/L 0.16 121 70-130120 1 400.160.014  U 0.19 0.19
Picloram ug/L J(M1)0.4 131 70-130140 7 400.40.040  U 0.52 0.56
2,4-DCAA (S) % 112 70-130111
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

921719
EPA 525.3

EPA 525.3
525.3 Pesticides Semivolatiles

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5067030
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Alachlor ug/L 0.030  U 0.20 05/31/23 16:140.030
Atrazine ug/L 0.015  U 0.10 05/31/23 16:140.015
Benzo(a)pyrene ug/L 0.020  U 0.10 05/31/23 16:140.020
bis(2-Ethylhexyl)adipate ug/L 0.37  U 1.5 05/31/23 16:140.37
bis(2-Ethylhexyl)phthalate ug/L 0.48  U 2.0 05/31/23 16:140.48
Endrin ug/L 0.0024  U 0.010 05/31/23 16:140.0024
gamma-BHC (Lindane) ug/L 0.0028  U 0.020 05/31/23 16:140.0028
Heptachlor ug/L 0.014  U 0.040 05/31/23 16:140.014
Heptachlor epoxide ug/L 0.0031  U 0.020 05/31/23 16:140.0031
Hexachlorobenzene ug/L 0.015  U 0.10 05/31/23 16:140.015
Hexachlorocyclopentadiene ug/L 0.025  U 0.10 05/31/23 16:140.025
Methoxychlor ug/L 0.024  U 0.10 05/31/23 16:140.024
Simazine ug/L 0.041  U 0.18 05/31/23 16:140.041
1,3-Dimethyl-2-nitrobenzene(S) % 91 70-130 05/31/23 16:14
Benzo(a)pyrene-d12 (S) % 82 70-130 05/31/23 16:14
Triphenylphosphate (S) % 90 70-130 05/31/23 16:14

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5067031LABORATORY CONTROL SAMPLE:
LCSSpike

Alachlor ug/L 0.720.8 90 70-130
Atrazine ug/L 0.370.4 92 70-130
Benzo(a)pyrene ug/L 0.310.4 79 70-130
bis(2-Ethylhexyl)adipate ug/L 4.66 76 70-130
bis(2-Ethylhexyl)phthalate ug/L 6.68 83 70-130
Endrin ug/L 0.0360.04 90 70-130
gamma-BHC (Lindane) ug/L 0.0750.08 94 70-130
Heptachlor ug/L 0.130.16 84 70-130
Heptachlor epoxide ug/L 0.0720.08 90 70-130
Hexachlorobenzene ug/L 0.360.4 90 60-130
Hexachlorocyclopentadiene ug/L 0.310.4 79 60-130
Methoxychlor ug/L 0.380.4 95 70-130
Simazine ug/L 0.670.7 96 70-130
1,3-Dimethyl-2-nitrobenzene(S) % 93 70-130
Benzo(a)pyrene-d12 (S) % 81 70-130
Triphenylphosphate (S) % 94 70-130
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5067032LABORATORY CONTROL SAMPLE:
LCSSpike

Alachlor ug/L 0.18  I0.2 92 50-150
Atrazine ug/L 0.096  I0.1 96 50-150
Benzo(a)pyrene ug/L 0.084  I0.1 84 50-150
bis(2-Ethylhexyl)adipate ug/L 1.2  I1.5 80 50-150
bis(2-Ethylhexyl)phthalate ug/L 1.8  I2 90 50-150
Endrin ug/L 0.0086  I0.01 86 50-150
gamma-BHC (Lindane) ug/L 0.0210.02 103 50-150
Heptachlor ug/L 0.037  I0.04 92 50-150
Heptachlor epoxide ug/L 0.019  I0.02 96 50-150
Hexachlorobenzene ug/L 0.096  I0.1 96 50-150
Hexachlorocyclopentadiene ug/L 0.087  I0.1 87 50-150
Methoxychlor ug/L 0.100.1 102 50-150
Simazine ug/L 0.17  I0.18 98 50-150
1,3-Dimethyl-2-nitrobenzene(S) % 92 70-130
Benzo(a)pyrene-d12 (S) % 84 70-130
Triphenylphosphate (S) % 96 70-130

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5067033MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800148001

5067034

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Alachlor ug/L 1.5 83 70-13084 1 301.50.30  U 1.3 1.3
Atrazine ug/L J(M1)0.76 45 70-13050 9 300.760.15  U 0.35 0.38
Benzo(a)pyrene ug/L J(M1)0.76 49 70-13052 6 300.760.20  U 0.38 0.40
bis(2-Ethylhexyl)adipate ug/L J(M1)11.5 36 70-13037 3 3011.43.7  U 4.1 4.2
bis(2-Ethylhexyl)phthalate ug/L J(M1)15.3 32 70-13033 4 3015.24.8  U 4.9 5.2
Endrin ug/L 0.076 73 70-13081 9 300.0760.024  U 0.056 0.061
gamma-BHC (Lindane) ug/L 0.15 118 70-130103 14 300.150.028  U 0.18 0.16
Heptachlor ug/L 0.31 82 70-13082 0 300.30.14  U 0.25 0.25
Heptachlor epoxide ug/L 0.15 94 70-13093 2 300.150.031  U 0.14 0.14
Hexachlorobenzene ug/L 0.76 75 60-13077 2 300.760.15  U 0.57 0.58
Hexachlorocyclopentadiene ug/L 0.76 75 60-13075 1 300.760.25  U 0.61 0.61
Methoxychlor ug/L 0.76 98 70-13097 1 300.760.24  U 0.75 0.74
Simazine ug/L J(M1)1.3 36 70-13041 13 301.30.41  U 0.48 0.55
1,3-Dimethyl-2-
nitrobenzene(S)

% 70 70-13073

Benzo(a)pyrene-d12 (S) % J(S0)47 70-13051
Triphenylphosphate (S) % 92 70-13090
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

920260
EPA 548.1

EPA 548.1
548 GCS Endothall

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5060260
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Endothall ug/L 3.3  U 9.0 05/25/23 09:543.3

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5060261LABORATORY CONTROL SAMPLE:
LCSSpike

Endothall ug/L 56.0 J(IS)50 112 64-137

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5060262LABORATORY CONTROL SAMPLE:
LCSSpike

Endothall ug/L 8.3  I9 93 50-150

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5060295MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800474001

5060296

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Endothall ug/L J(M1)50 31 64-13738 21 30503.3  U 15.3 18.9

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5060297MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800370002

5060298

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Endothall ug/L 50 86 64-137100 15 30503.3  U 42.8 49.9

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.Date: 07/03/2023 09:48 AM

Pace Analytical Services, LLC
8 East Tower Circle

Ormond Beach, FL 32174
(386)672-5668

Page 30 of 53
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

920646
EPA 549.2

EPA 549.2
549 HPLC Paraquat Diquat

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5062297
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Diquat ug/L 0.16  U 0.40 05/25/23 13:150.16
Paraquat ug/L 0.16  U 0.40 05/25/23 13:150.16

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5062298LABORATORY CONTROL SAMPLE:
LCSSpike

Diquat ug/L 1.72 84 70-130
Paraquat ug/L 1.62 78 70-130

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5062299LABORATORY CONTROL SAMPLE:
LCSSpike

Diquat ug/L 0.32  I0.4 80 50-150
Paraquat ug/L 0.28  I0.4 70 50-150

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5062300MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800759001

5062301

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Diquat ug/L 2 87 70-13085 3 3020.16  U 1.7 1.7
Paraquat ug/L J(M1)2 70 70-13069 2 3020.16  U 1.4 1.4

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5062302MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800762001

5062303

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Diquat ug/L 2 70 70-13089 23 3020.16  U 1.4 1.8
Paraquat ug/L J(M1),

J(R1)
2 48 70-13071 38 3020.16  U 0.96 1.4
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

920252
EPA 552.3

EPA 552.3
5523 Haloacetic Acids

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5060236
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Dibromoacetic Acid ug/L 0.43  U 1.0 06/02/23 18:490.43
Dichloroacetic Acid ug/L 0.24  U 1.0 06/02/23 18:490.24
Haloacetic Acids (Total) ug/L 0.90  U 1.0 06/02/23 18:490.90
Monobromoacetic Acid ug/L 0.29  U 1.0 06/02/23 18:490.29
Monochloroacetic Acid ug/L 0.90  U 1.0 06/02/23 18:490.90
Trichloroacetic Acid ug/L 0.26  U 1.0 06/02/23 18:490.26
2,3-Dibromopropanoic Acid (S) % 97 70-130 06/02/23 18:49

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5060237LABORATORY CONTROL SAMPLE:
LCSSpike

Dibromoacetic Acid ug/L 9.710 97 70-130
Dichloroacetic Acid ug/L 9.310 93 70-130
Haloacetic Acids (Total) ug/L 45.150 90 70-130
Monobromoacetic Acid ug/L 8.410 84 70-130
Monochloroacetic Acid ug/L 7.810 78 70-130
Trichloroacetic Acid ug/L 1010 100 70-130
2,3-Dibromopropanoic Acid (S) % 99 70-130

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5060238MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800215001

5060239

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Dibromoacetic Acid ug/L 10 97 70-13099 2 3010<0.43 9.7 9.9
Dichloroacetic Acid ug/L 10 98 70-13099 1 3010<0.24 9.8 9.9
Haloacetic Acids (Total) ug/L 50 90 70-13094 4 3050<0.90 45.1 46.8
Monobromoacetic Acid ug/L 10 82 70-13086 4 3010<0.29 8.2 8.6
Monochloroacetic Acid ug/L 10 72 70-13082 12 3010<0.90 7.2 8.2
Trichloroacetic Acid ug/L 10 102 70-130103 1 3010<0.26 10.2 10.3
2,3-Dibromopropanoic Acid
(S)

% 99 70-13097 30
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

918544
EPA 180.1

EPA 180.1
180.1 Turbidity

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5052119
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Turbidity NTU 0.20  U 0.20 05/17/23 18:150.20

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5052120LABORATORY CONTROL SAMPLE:
LCSSpike

Turbidity NTU 21.020 105 90-110

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

35800049002
5052121SAMPLE DUPLICATE:

Turbidity NTU 0.70 19 200.85
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

918638
SM2120B-01

SM2120B-01
2120B Color

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5052906
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Apparent Color units 5.0  U 5.0 05/18/23 08:055.0
pH units 6.5 05/18/23 08:05

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

35800232001
5052907SAMPLE DUPLICATE:

Apparent Color units 5.0  U 205.0  U
pH units 7.7 07.7

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

35800427002
5052908SAMPLE DUPLICATE:

Apparent Color units 5.0  U 205.0  U
pH units 7.6 07.6
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

919185
SM 2540C

SM 2540C
2540C Total Dissolved Solids

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5055431
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Total Dissolved Solids mg/L 5.0  U 5.0 05/19/23 14:135.0

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5055432LABORATORY CONTROL SAMPLE:
LCSSpike

Total Dissolved Solids mg/L 299300 100 90-110

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

35800195001
5055433SAMPLE DUPLICATE:

Total Dissolved Solids mg/L 642 1 10634

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

35800232001
5055729SAMPLE DUPLICATE:

Total Dissolved Solids mg/L 296 1 10298
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

925136
SM 4500-Cl D

SM 4500-Cl D
4500CLD Chlorine, Total, Free, Residual

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5084158
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Chloramine mg/L 0.10  U 0.10 N2,Q06/12/23 10:560.10
Chlorine, Total mg/L 0.10  U 0.10 Q06/12/23 10:560.10

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5084159LABORATORY CONTROL SAMPLE & LCSD:
LCSSpike LCSD

% Rec RPD
Max
RPD

LCSD
Result

5084160

Chlorine, Total mg/L 0.52 Q0.49 105 90-1101030.51 2 20
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

925137
SM 4500-ClO2

SM 4500-ClO2
4500ClO2 Chlorine Dioxide

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5084163
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Chlorine Dioxide mg/L 0.080  U 0.20 Q06/12/23 11:440.080

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5084164LABORATORY CONTROL SAMPLE:
LCSSpike

Chlorine Dioxide mg/L 2.3 Q2.4 98 90-110

Parameter Units
Dup

Result
Max
RPD QualifiersRPDResult

35800232001
5084165SAMPLE DUPLICATE:

Chlorine Dioxide mg/L 0.080  U Q200.080  U
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

923567
EPA 300.0

EPA 300.0
300.0 IC Anions

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5075306
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Chloride mg/L 2.5  U 5.0 06/06/23 14:472.5
Fluoride mg/L 0.015  U 0.050 06/06/23 14:470.015
Sulfate mg/L 2.5  U 5.0 06/06/23 14:472.5

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5075307LABORATORY CONTROL SAMPLE:
LCSSpike

Chloride mg/L 48.350 97 90-110
Fluoride mg/L 5.15 103 90-110
Sulfate mg/L 47.650 95 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5077503MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35803136001

5077504

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Chloride mg/L 50 101 90-110101 0 205016.3 67.0 67.0
Fluoride mg/L 5 102 90-110102 0 2050.17 5.3 5.3
Sulfate mg/L J(M1),

L
50 123 90-110123 0 2050216 278 278

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5077505MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35803166001

5077506

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Chloride mg/L 50 94 90-11094 0 20503.8  I 50.6 50.6
Fluoride mg/L 5 101 90-110101 0 2050.037  I 5.1 5.1
Sulfate mg/L 50 98 90-11098 0 205014.1 62.9 63.0

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.Date: 07/03/2023 09:48 AM

Pace Analytical Services, LLC
8 East Tower Circle

Ormond Beach, FL 32174
(386)672-5668

Page 38 of 53



#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

920225
EPA 300.1

EPA 300.1
300.1 Oxihalides IC Anions

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5059999
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Chlorite ug/L 0.56  U 2.0 05/23/23 16:400.56
Dichloroacetate (S) % 104 90-115 05/23/23 16:40

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5060000LABORATORY CONTROL SAMPLE:
LCSSpike

Chlorite ug/L 38.140 95 85-115
Dichloroacetate (S) % 103 90-115

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5060001MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800187003

5060002

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Chlorite ug/L 400 92 75-12591 0 204000.19 mg/L 560 558
Dichloroacetate (S) % 101 90-115102

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5060003MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800192001

5060004

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Chlorite ug/L 800 96 75-12595 0 208000.47 mg/L 1240 1240
Dichloroacetate (S) % 103 90-115103
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

921321
EPA 300.1

EPA 300.1
300.1 Oxihalides IC Anions

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5065484
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Bromate ug/L 0.22  U 1.0 05/26/23 14:170.22
Chlorate ug/L 1.5  U 2.0 05/26/23 14:171.5
Dichloroacetate (S) % 105 90-115 05/26/23 14:17

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5065485LABORATORY CONTROL SAMPLE:
LCSSpike

Bromate ug/L 7.28 90 85-115
Chlorate ug/L 37.540 94 85-115
Dichloroacetate (S) % 102 90-115

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5065486MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800493001

5065487

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Bromate ug/L 40 93 75-12594 1 20404.8  I 42.2 42.5
Chlorate ug/L 200 99 75-125100 1 20200234 431 434
Dichloroacetate (S) % 105 90-115106

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5065488MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35801645001

5065489

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Bromate ug/L 20 87 75-12586 1 20201.1  U 17.3 17.1
Chlorate ug/L 100 92 75-12591 1 201007.5  U 92.2 91.1
Dichloroacetate (S) % 106 90-115104
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QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

922411
EPA 300.1

EPA 300.1
300.1 Oxihalides IC Anions

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5070094
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Dichloroacetate (S) % 107 90-115 05/31/23 14:30

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5070095LABORATORY CONTROL SAMPLE:
LCSSpike

Dichloroacetate (S) % 105 90-115

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5070096MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35802835002

5070097

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Dichloroacetate (S) % 104 90-115105

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5070098MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

70257427002

5070099

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Dichloroacetate (S) % 105 90-115104
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

921659
EPA 335.4

EPA 335.4
335.4 Cyanide, Total

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5066882
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Cyanide mg/L 0.0050  U 0.010 05/30/23 13:280.0050

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5066883LABORATORY CONTROL SAMPLE:
LCSSpike

Cyanide mg/L 0.0450.05 91 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5067158MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800215001

5067159

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Cyanide mg/L J(M1),
J(R1)

0.025 95 90-11064 38 200.025<0.0050 0.024 0.016

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5067160MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800765001

5067161

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Cyanide mg/L 0.025 98 90-11099 1 200.0250.0050  U 0.025 0.026
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#=QC#

QUALITY CONTROL DATA

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

918569
EPA 353.2

EPA 353.2
353.2 Nitrate + Nitrite, Unpres.

Laboratory: Pace Analytical Services - Ormond Beach
Associated Lab Samples: 35800232001

Parameter Units
Blank
Result

Reporting
Limit Qualifiers

METHOD BLANK: 5052434
Associated Lab Samples: 35800232001

Matrix: Water

AnalyzedMDL

Nitrogen, Nitrate mg/L 0.025  U 0.050 05/17/23 20:550.025
Nitrogen, Nitrite mg/L 0.025  U 0.050 05/17/23 20:550.025
Nitrogen, NO2 plus NO3 mg/L 0.015  U 0.050 05/17/23 20:550.015

Parameter Units
LCS

Result
% Rec
Limits Qualifiers% RecConc.

5052435LABORATORY CONTROL SAMPLE:
LCSSpike

Nitrogen, Nitrite mg/L 1.01 100 90-110
Nitrogen, NO2 plus NO3 mg/L 2.12 105 90-110

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5052439MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800319001

5052438

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Nitrogen, Nitrite mg/L 1 103 90-11092 11 2010.025  U 1.0 0.92
Nitrogen, NO2 plus NO3 mg/L J(M1)2 98 90-11088 10 2020.015  U 2.0 1.8

Parameter Units
MS

Result
% Rec
Limits Qual% RecConc.

5052444MATRIX SPIKE & MATRIX SPIKE DUPLICATE:

MSSpike
Result

35800270002

5052443

MSD
Result

MSD
% Rec RPD RPD

Max
MSDMS
Spike
Conc.

Nitrogen, Nitrite mg/L J(M1)1 84 90-110102 19 201ND 0.85 1.0
Nitrogen, NO2 plus NO3 mg/L J(M1)2 85 90-11097 10 2020.63 2.3 2.6
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ANALYTICAL RESULTS - RADIOCHEMISTRY

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Sample: White Cap Lab ID: 35800232001 Collected: 05/17/23 11:00 Received: 05/17/23 11:00 Matrix: Drinking Water

Parameters Act ± Unc (MDC) Carr Trac Units Analyzed CAS No. QualMethod

PWS: Site ID: Sample Type:

Pace Analytical Services - Greensburg

Gross Alpha 1.95U ± 0.953   (1.95)
C:NA T:NA

pCi/L 06/13/23 18:24 12587-46-1EPA 900.0

Gross Beta 1.83 ± 0.589   (0.962)
C:NA T:NA

pCi/L 06/13/23 18:24 12587-47-2EPA 900.0

Pace Analytical Services - Greensburg

Radium-226 0.633U ± 0.463   (0.633)
C:NA T:92%

pCi/L 06/14/23 15:22 13982-63-3EPA 903.1

Pace Analytical Services - Greensburg

Radium-228 0.660U ± 0.267   (0.660)
C:81% T:90%

pCi/L 06/09/23 17:39 15262-20-1EPA 904.0

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
8 East Tower Circle

Ormond Beach, FL 32174
(386)672-5668

Page 44 of 53



#=QCR#

QUALITY CONTROL - RADIOCHEMISTRY

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

591020
EPA 904.0

EPA 904.0
904.0 Radium 228

Laboratory: Pace Analytical Services - Greensburg
Associated Lab Samples: 35800232001

Parameter UnitsAct ± Unc (MDC) Carr Trac Qualifiers

METHOD BLANK: 2872044

Associated Lab Samples: 35800232001

Matrix: Water

Analyzed

Radium-228 pCi/L 06/09/23 17:390.387 ± 0.299   (0.585) C:89% T:88%
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QUALITY CONTROL - RADIOCHEMISTRY

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

592860
EPA 900.0

EPA 900.0
900.0 Gross Alpha/Beta

Laboratory: Pace Analytical Services - Greensburg
Associated Lab Samples: 35800232001

Parameter UnitsAct ± Unc (MDC) Carr Trac Qualifiers

METHOD BLANK: 2880526

Associated Lab Samples: 35800232001

Matrix: Water

Analyzed

Gross Alpha pCi/L 06/12/23 08:16-0.315 ± 0.493   (1.66) C:NA T:NA
Gross Beta pCi/L 06/12/23 08:160.928 ± 0.778   (1.57) C:NA T:NA
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#=QCR#

QUALITY CONTROL - RADIOCHEMISTRY

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

591018
EPA 903.1

EPA 903.1
903.1 Radium-226

Laboratory: Pace Analytical Services - Greensburg
Associated Lab Samples: 35800232001

Parameter UnitsAct ± Unc (MDC) Carr Trac Qualifiers

METHOD BLANK: 2872043

Associated Lab Samples: 35800232001

Matrix: Water

Analyzed

Radium-226 pCi/L 06/14/23 15:100.119 ± 0.271   (0.161) C:NA T:94%
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QUALIFIERS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Reported results are not rounded until the final step prior to reporting. Therefore, calculated parameters that are typically reported as
"Total" may vary slightly from the sum of the reported component parameters.
Act - Activity
Unc - Uncertainty: SDWA = 1.96 sigma count uncertainty, all other matrices = Expanded Uncertainty (95% confidence interval).
Gamma Spec = Expanded Uncertainty (95.4% Confidence Interval)
(MDC) - Minimum Detectable Concentration
Trac - Tracer Recovery (%)
Carr - Carrier Recovery (%)
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.

ANALYTE QUALIFIERS

The reported value is between the laboratory method detection limit and the laboratory practical quantitation limit.  I
Compound was analyzed for but not detected.  U
The continuing calibration for this compound is above method acceptance limits. Analyte presence is not detected in
associated samples. Results unaffected by high bias.

J(CU)

Estimated Value. The internal standard recovery associated with this result exceeds the lower control limit. The reported
result should be considered an estimated value.

J(IS)

Estimated Value. Analyte recovery in the laboratory control sample (LCS) was above QC limits.  Results for this analyte in
associated samples may be biased high.

J(L1)

Estimated Value. Matrix spike recovery was outside laboratory control limits.J(M0)
Estimated Value. Matrix spike recovery exceeded QC limits.  Batch accepted based on laboratory control sample (LCS)
recovery.

J(M1)

Estimated Value. RPD value was outside control limits.J(R1)
Estimated Value. Surrogate recovery outside laboratory control limits.J(S0)
Off-scale high. Actual value is known to be greater than value given.L
The lab does not hold NELAC/TNI accreditation for this parameter but other accreditations/certifications may apply. A
complete list of accreditations/certifications is available upon request.

N2
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QUALIFIERS

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

ANALYTE QUALIFIERS

Sample held beyond the accepted holding time. Analysis initiated more than 15 minutes after sample collection.Q
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QUALITY CONTROL DATA CROSS REFERENCE TABLE

Pace Project No.:
Project:

35800232
Bulk Spring Water Monitor

Lab ID Sample ID QC Batch Method QC Batch Analytical Method
Analytical
Batch

35800232001 920293 920349White Cap EPA 504.1 EPA 504.1

35800232001 922241 922307White Cap EPA 505 EPA 505

35800232001 920278 922547White Cap EPA 515.3 EPA 515.3

35800232001 921719 922206White Cap EPA 525.3 EPA 525.3

35800232001 920714White Cap EPA 531.2

35800232001 919387White Cap EPA 547

35800232001 920646 920737White Cap EPA 549.2 EPA 549.2

35800232001 920252 920497White Cap EPA 552.3 EPA 552.3

35800232001 919848 919894White Cap EPA 200.7 EPA 200.7

35800232001 919846 919893White Cap EPA 200.8 EPA 200.8

35800232001 924205 924353White Cap EPA 245.1 EPA 245.1

35800232001 920260 920782White Cap EPA 548.1 EPA 548.1

35800232001 920671White Cap EPA 524.2

35800232001 592860White Cap EPA 900.0

35800232001 591018White Cap EPA 903.1

35800232001 591020White Cap EPA 904.0

35800232001 918544White Cap EPA 180.1

35800232001 918638White Cap SM2120B-01

35800232001 919185White Cap SM 2540C

35800232001 925136White Cap SM 4500-Cl D

35800232001 925137White Cap SM 4500-ClO2

35800232001 920804White Cap SM 4500-H+B

35800232001 923567White Cap EPA 300.0

35800232001 920225White Cap EPA 300.1

35800232001 921321White Cap EPA 300.1

35800232001 922411White Cap EPA 300.1

35800232001 921659 921750White Cap EPA 335.4 EPA 335.4

35800232001 918569White Cap EPA 353.2
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